INTRODUCTION
============

With the development of portable healthcare systems, real-time monitoring of health-related multiple biomarkers has attracted attention. Conventional medical detection of biomarkers, which generally require blood samples and cumbersome instruments, is invasive and time consuming and requires professional technique. By contrast, flexible sensors for biomarkers hold great promise for personalized healthcare devices owing to their combined features of less/noninvasive manner and real-time monitoring ([@R1]--[@R5]). In addition to blood samples, sweat contains various health-related biomarkers including biomolecules \[e.g., ascorbic acid (AA) and uric acid (UA)\], metabolites (e.g., glucose and lactate), and electrolytes (e.g., Na^+^ and K^+^) and thus has been chosen for noninvasively assessing individual's physiological state by detecting biomarkers in sweat ([@R6], [@R7]). Pioneer researchers have developed various noninvasive and flexible sensors for sweat analysis, including colorimetric sensors ([@R8]--[@R10]), electrochemical sensors ([@R11]--[@R13]), and fluorescence sensors ([@R14], [@R15]). The electrochemical method is the most popular way owing to advantages of relatively high sensitivity and selectivity, rapid response, as well as good compatibility ([@R16]--[@R19]). However, wearable electrochemical sweat analysis devices still confront notable challenges, such as relatively low sensitivity and selectivity in simultaneous measurement of multiple biomarkers as well as complexity in fabrication procedure.

The rational design of working electrode materials is the key for the sensing performance of wearable electrochemical sensors. Various materials have been used as working electrodes, such as noble metal (Au and Ag) ([@R20]--[@R22]), metallic oxides ([@R23], [@R24]), graphene ([@R25], [@R26]), and carbon black ([@R27]). However, these materials have limitations, such as poor stability, inferior electrical conductivity, and limited flexibility and wettability, which emphasize the urgency of developing new and promising electrode materials. Silk, an ancient natural fiber, has been used for the fabrication of soft and breathable fabrics with large-scale production for thousands of years ([@R28], [@R29]). Compared to other animal fibers (e.g., wool), an obvious advantage of silkworm silk fibers is its large length up to 1.5 km, endowing silk fabric with good uniformity and high mechanical strength. Recently, it has been reported that silk fabrics can be transformed into highly conductive, intrinsically nitrogen-doped, flexible, and structure-maintained carbon textiles through thermal treatment ([@R30]--[@R35]). Compared with the common electrode materials, the flexible silk-derived carbon textiles show intrinsic hierarchical and porous mesh woven structure, facilitating good contact with reactants and efficient electron transfer. These unique features endow the silk-derived carbon textile with great potential to serve as the working electrode of wearable electrochemical sensor.

On the basis of silk fabric--derived intrinsically nitrogen (N)--doped carbon textile (SilkNCT), we have developed a flexible, wearable patch for real-time, multiplex sweat analysis. SilkNCT, with high electrical conductivity owing to its intrinsically N-doped graphitic nanocarbon structure, as well as the hierarchical woven, porous structure, was directly used or combined with other compounds to serve as the working electrode of the wearable electrochemical sensor. A facile, cost-effective laser processing strategy was used to fabricate the SilkNCT-based electrochemical sensor array. The flexible patch with the integrated SilkNCT-based sensor array could simultaneously detect six biomarkers (glucose, lactate, AA, UA, Na^+^, and K^+^) with high sensitivity, good selectivity, and long-term stability. Furthermore, the sweat analysis patch was integrated with signal collection and transmission circuit components, realizing the on-body, real-time monitoring of multiple biomarkers in sweat. As a proof of concept, the smart sweat patch was used to monitor the glucose concentration in a volunteer's perspiration, and the results were comparable with commercial high-performance liquid chromatography--mass spectrometry (HPLC-MS). This work provides a promising strategy for the fabrication of wearable, multiplex sweat analysis devices.

RESULTS
=======

Design and fabrication of wearable sweat analysis patch
-------------------------------------------------------

[Figure 1A](#F1){ref-type="fig"} illustrates the SilkNCT-based wearable, multiplex sensor patch, which can be mounted on human skin for in situ sweat analysis. Six electrochemical sensors are integrated into the flexible patch ([Fig. 1B](#F1){ref-type="fig"}), allowing simultaneous detection of six health-related biomarkers (glucose, lactate, AA, UA, Na^+^, and K^+^). SilkNCT was directly used or combined with other compounds to serve as the working electrodes of the flexible electrochemical sensors. The circuit was fabricated from a conductive Ni-coated textile tape using a facile digital laser writing technique (see fig. S1 for the detailed fabrication process of the sweat analysis patch). [Figure 1C](#F1){ref-type="fig"} shows the photograph of the flexible patch, which can be conformably mounted on human body for in situ sweat analysis.

![Wearable sweat analysis patch based on SilkNCT.\
(**A** and **B**) Schematic illustration of wearable sweat analysis patch mounted on human skin (A) and the multiplex electrochemical sensor array integrated in the patch (B). (**C**) Photograph of the wearable sweat analysis patch. (**D** and **E**) SEM (D) and TEM (E) images of the carbonized silk fabric, showing its hierarchical woven macrostructure and microcrystalline graphite-like microstructure, respectively. (**F**) High-resolution XPS spectrum of N1s for the carbonized silk fabric. a.u., arbitrary units. (**G**) EIS of the carbonized silk fabric prepared at different temperatures. Inset in (G) shows an equivalent circuit model. (**H**) Cyclic voltammograms of the carbonized silk fabric prepared at different temperatures in 0.1 M KCl solution containing 5.0 mM \[Fe(CN)~6~\]^3−/4−^. Photo credit: Wenya He, Tsinghua University.](aax0649-F1){#F1}

Morphology and structure of SilkNCT
-----------------------------------

The hierarchical and porous structure as well as graphitic nanocarbon structure endow SilkNCT with good flexibility, more access to reactants, and high electrical conductivity, making SilkNCT promising for applications as the working electrodes of electrochemical sensors. [Figure 1D](#F1){ref-type="fig"} shows the scanning electron microscopy (SEM) image of SilkNCT. SilkNCT has well-reserved woven structures inherited from the pristine silk fabric, in which the weft yarns are composed of parallel fibers and the warp yarns are composed of twisted fibers. The unique woven structure endows SilkNCT with hierarchical and porous structure, benefiting to the efficient electron transmission and abundant access to reactants. Transmission electron microscopy (TEM) image of SilkNCT, as shown in [Fig. 1E](#F1){ref-type="fig"}, displays the distorted lattice fringes with an interlayer spacing of \~0.36 nm, which belongs to the interplanar spacing of the (002) plane for hexagonal graphite ([@R36]), indicating the graphitic nanocarbon structure of SilkNCT. Note that as-obtained SilkNCT has good water wettability (fig. S2), which contributes to the quick diffusion of electrolyte, and, accordingly, the efficient electrochemical reaction on the SilkNCT electrode.

X-ray photoelectron spectroscopy (XPS) reveals the chemical composition of SilkNCT. The contents of C, N, and O elements are 81.25, 3.3, and 15.45%, respectively. In comparison, the pristine silk fabric is composed of C, N, and O elements with the contents of 51.79, 28.87, and 18.51%, respectively (see fig. S3A and table S1). [Figure 1F](#F1){ref-type="fig"} shows that the N1s spectrum could be fitted by four peaks attributed to the pyridinic N, pyrrolic N, quaternary or graphitic N, and pyridine *N*-oxide N, respectively, indicating that part of N elements in pristine silk has transformed into N substituents in graphitic carbon ([@R34], [@R35], [@R37]). The C1s spectrum also confirms the presence of the C-N structure (fig. S3B). The sp^2^-hybridized hexagonal carbon structure and the intrinsic doping of N provide SilkNCT with good electrical conductivity and abundant active sites, which are beneficial for SilkNCT as efficient electrochemical electrode materials.

Electrochemical activity of SilkNCT
-----------------------------------

The carbonization temperature was optimized to obtain SilkNCT with low charge-transfer resistance and high electrochemical activity. The *I*-*V* curves of SilkNCT prepared with different carbonization temperatures (800°, 900°, and 1050°C) show that SilkNCT with higher carbonization temperature had higher electrical conductivity (fig. S4), which could be attributed to the fact that higher temperature leads to enhanced graphitization degree. Furthermore, electrochemical impedance spectroscopy (EIS) was used to characterize the charge-transfer resistance. [Figure 1G](#F1){ref-type="fig"} exhibits the EIS curves of SilkNCT prepared with different temperatures. The inset of [Fig. 1G](#F1){ref-type="fig"} shows an equivalent circuit model, which includes the ohmic resistance of the electrolyte (*R*~s~), the Warburg impedance (*Z*~w~), the charge-transfer resistance (*R*~ct~), and an interfacial capacitance (*C*~dl~). The EIS curves consist of a semicircle part corresponding to charge-transfer resistance and a straight line part corresponding to the diffusion process. The smaller semicircle of the curves for SilkNCT obtained at 900° and 1050°C indicate the lower *R*~ct~ of the corresponding SilkNCT than that obtained at 800°C. Therefore, the electron transfer rate is higher when using the SilkNCT electrode fabricated at higher temperature. Cyclic voltammetry (CV) was performed to measure the electrochemical activity of SilkNCT. CV curves in [Fig. 1H](#F1){ref-type="fig"} show the electrochemical activity of SilkNCT using \[Fe(CN)~6~\]^4−^/\[Fe(CN)~6~\]^3−^ redox couple as an electrochemical probe, revealing that SilkNCT obtained at 900°C displayed the highest Faraday current. Because higher faraday current is derived from redox reaction on the SilkNCT electrode, the results indicate that SilkNCT obtained at 900°C had the highest electrochemical activity. We analyzed the gross content of N and the relative content of different N species in SilkNCT obtained at different temperatures (fig. S5 and table S2). Compared to SilkNCT obtained at 1050°C, SilkNCT obtained at 900°C contains obviously more N, where most of the N is active pyridinic N and graphitic N, which are proved to contribute to high activity toward electrochemical reaction ([@R38], [@R39]). The synergistic effect of the above factors endows SilkNCT obtained at 900°C with lower charge-transfer resistance and higher electrochemical activity than that obtained at other temperatures, making it preferable for serving as the working electrode of electrochemical sensors. Besides, we also compared the performance of SilkNCT with carbonized cotton fabric (fig. S6). The results show that carbonized cotton fabric has obviously worse sensing performance than SilkNCT, which may be ascribed to the fact that it lacks N. The following results are all based on SilkNCT obtained at 900°C except otherwise indicated.

Fabrication and performance of SilkNCT-based electrochemical sensors
--------------------------------------------------------------------

On the basis of SilkNCT, various electrochemical sensors, including two enzyme-based amperometric sensors for glucose and lactate, two amperometric sensors for AA and UA, and two ion-selective sensors for Na^+^ and K^+^, were designed and fabricated (see fig. S7 for the working mechanism of each sensors). For the AA and UA sensors, pristine SilkNCT, based on its good electrical conductivity and abundant active sites, was directly used as the working electrode. An oxidation reaction will occur on the SilkNCT electrode when it makes contact with AA or UA. There are abundant active sites on the N-doped SilkNCT, facilitating the electron transfer. For the fabrication of enzyme-based amperometric sensors, SilkNCT was first equipped with homogeneously distributed Pt nanospheres (fig. S8, A to D) to achieve high sensitivity. Next, glucose oxidase and lactate oxidase were evenly loaded on SilkNCT to realize the selective detection of glucose or lactate (fig. S8, E and F). For the detection of glucose or lactate, the functionalized SilkNCT serves as the working electrode, which can respond to hydrogen peroxide. Note that hydrogen peroxide is a by-product of the enzymatic oxidation of glucose or lactate. The good electrical conductivity, rich active sites derived from N-doping, and the hierarchical woven, porous structure of SilkNCT enable it to serve as an excellent working electrode for achieving high sensitivity. For the fabrication of ion-selective sensors, SilkNCT was combined with poly(3,4-ethylenedioxythiophene) poly(styrenesulfonate) (PEDOT:PSS) as the ion-electron transducer and uniform and transparent ion-selective membranes to improve selectivity (fig. S9, A to C). Hierarchical woven, porous structure and good water wettability endow the textile electrode for quick diffusion of electrolyte and efficient ion and electron transmission.

The SilkNCT-based electrochemical sensors show high sensitivity for detecting multiple analytes ([Fig. 2](#F2){ref-type="fig"}). [Figure 2A](#F2){ref-type="fig"} exhibits the current responses of the SilkNCT-based glucose enzyme sensor to glucose. The inset of [Fig. 2A](#F2){ref-type="fig"} shows that the currents were linearly proportional to glucose concentrations in the range of 25 to 300 μM, from which the sensitivity could be calculated to be 6.3 nA μM^−1^. The limit of detection (LOD) of the glucose sensor was 5 μM. The lactate sensor exhibited a linear range of 5 to 35 mM and an LOD of 0.5 mM with a sensitivity of 174.0 nA mM^−1^ (fig. S10A). For AA and UA, differential pulse voltammetry (DPV) was used to detect such small biomolecules. [Figure 2B](#F2){ref-type="fig"} shows representative oxidation peaks of AA, and the currents increased linearly with increased AA concentrations. In particular, the SilkNCT-based AA sensor showed a linear range of 20 to 300 μM with an LOD of 1 μM and a sensitivity of 22.7 nA μM^−1^. Similarly, the SilkNCT-based UA sensor showed a linear range of 2.5 to 115 μM with a sensitivity of 196.6 nA μM^−1^ (fig. S10B). The LOD for the UA sensor was 0.1 μM. The high sensitivity of the AA and UA sensors made of pristine SilkNCT can be attributed to the N-doping and the hierarchical structure of SilkNCT, which promote the electrochemical activity for redox reactions of the molecules. The SilkNCT-based Na^+^ and K^+^ sensors showed linearly increased open circuit potential (OCP) with concentrations of 5 to 100 mM for Na^+^ ([Fig. 2C](#F2){ref-type="fig"}) and 1.25 to 40 mM for K^+^ (fig. S10C), corresponding to sensitivity of 51.8 and 31.8 mV per decade of concentration for Na^+^ and K^+^, respectively. The LODs of the Na^+^ and K^+^ sensors were 1 and 0.5 mM, respectively. The above results show that all six kinds of SilkNCT-based electrochemical sensors have competitive sensitivity compared with reported work (table S3), indicating its potential for efficient detection of the biomarkers in sweat analysis.

![Performance of the flexible SilkNCT-based sensors for multiple biomarkers.\
(**A**) Chronoamperometry responses of the SilkNCT-based glucose sensor. (**B**) DPV responses of the SilkNCT-based AA sensor to the AA solution in phosphate-buffered saline (PBS). (**C**) OCP responses of the SilkNCT-based Na^+^ sensor. Insets in (A) to (C) show the corresponding calibration plots of the sensors. The error bars represent the SDs of the measured data with five points. (**D** to **F**) Reproducibility of the SilkNCT-based glucose sensors (D), AA sensors (E), and Na^+^ sensors (F). (**G** to **I**) Selectivity of the SilkNCT-based glucose sensors (G), AA sensors (H), and Na^+^ sensors (I).](aax0649-F2){#F2}

The SilkNCT-based sensors also showed good reproducibility and selectivity, which are important for practical applications. [Figure 2](#F2){ref-type="fig"} (D to F) (and fig. S10, D to F) shows that the SilkNCT-based sensors fabricated in different batches exhibited similar responses. The relative standard deviations (RSDs) are 3.6% for glucose, 4.2% for lactate, 2.8% for AA, 3.9% for UA, 8.2% for Na^+^, and 7.5% for K^+^, demonstrating the good reproducibility of these sensors. It is prerequisite that each sensor has a good selectivity to a certain targeted biomarker to integrate them into a versatile sensing patch. The selectivity of the SilkNCT-based sensors was carefully investigated ([Fig. 2, G to I](#F2){ref-type="fig"}, and fig. S10, G to I). Compared with the signal of the targeted molecule, no noticeable interference signals were detected, implying the good selectivity of each sensor, which is beneficial to the construction of a multiplex sensing system.

In addition, flexibility and long-term stability are also of great importance for wearable sensors. Owing to the intrinsic flexibility of SilkNCT and the textile circuit, the integrated sensing patch showed good flexibility. [Figure 3](#F3){ref-type="fig"} (A to C) shows that the patch mounted on polyethylene terephthalate (PET) can be folded and scrolled while keeping its structural integrity, showing good flexibility. Besides, we also fabricated a sensing patch on a common silk fabric to demonstrate the flexibility of the whole system for wearing purposes (fig. S11). We tracked the performance of each sensor after bending deformation. The responses of sensors showed no significant change after different bending cycles, further demonstrating good flexibility ([Fig. 3, D to F](#F3){ref-type="fig"}, and fig. S12, A to C). In addition, the electrochemical responses of the SilkNCT-based sensors showed negligible changes over 4 weeks ([Fig. 3, G to I](#F3){ref-type="fig"}, and fig. S12, D to F), with RSDs of 6.4% for glucose, 5.4% for lactate, 0.8% for AA, 3.4% for UA, 2.9% for Na^+^, and 1.8% for K^+^. The results revealed the long-term stability of the SilkNCT-based sensors, which could be attributed to the good stability of the graphitic nanocarbon structure of SilkNCT.

![Flexibility and stability of the SilkNCT-based flexible electrochemical sensors.\
(**A** to **C**) Photographs of the as-prepared SilkNCT-based flexible sensor array. (**D** to **F**) Electrochemical responses of the SilkNCT-based glucose sensors (D), AA sensors (E), and Na^+^ sensors (F) after different bending cycles. Data recording was paused for bending cycles in (D) to (F). (**G** to **I**) Electrochemical responses of the SilkNCT-based glucose sensors (G), AA sensors (H), and Na^+^ sensors (I) after different storage time. The error bars represent the SDs of the measured data from five samples. Photo credit: Wenya He, Tsinghua University.](aax0649-F3){#F3}

Integrated sensing patch for wireless, on-body, and real-time sweat analysis
----------------------------------------------------------------------------

Furthermore, the flexible, multiplex sensing patch was integrated with a signal collection and transmission circuit component to work as a wireless, on-body, and real-time sweat analysis patch. [Figure 4A](#F4){ref-type="fig"} shows that the multiplex sensor array was connected with a component for signal collection and transmission. [Figure 4A](#F4){ref-type="fig"} also illustrates the integrated system with different functional parts, including signal transduction, conditioning, processing, and wireless transmission from sensors to a mobile phone. As a proof of concept, we used a wristband to fix the integrated patch on the arm of a volunteer and showed its performance for real-time sweat analysis. [Figure 4B](#F4){ref-type="fig"} shows that the biomarkers in the sweat of the volunteer (in physical activity) can be tracked in real time by the sweat analysis patch, and the results could be displayed by a smartphone. Besides, we have compared the results regarding the glucose concentration in the volunteer's sweat obtained by the sweat analysis patch and a highly reliable HPLC-MS approach. The results of our sweat analysis patch are consistent with those from HPLC-MS ([Fig. 4C](#F4){ref-type="fig"}), indicating good reliability and great potential of the wearable sweat analysis patch for noninvasive human health monitoring.

![The integrated sweat analysis patch and its application for real-time and wireless sweat analysis.\
(**A**) Photograph and illustration of the integrated sweat analysis patch composed of six sensors, signal collection/transduction/conditioning/processing, and wireless transmission components. (**B**) Photograph showing the sweat analysis patch mounted on the arm of a volunteer (in physical activity) for in situ monitoring of the biomarkers in his sweat. (**C**) Comparison of the glucose concentrations detected by the sweat analysis patch and HPLC-MS. Photo credit: Wenya He, Tsinghua University.](aax0649-F4){#F4}

DISCUSSION
==========

In summary, on the basis of SilkNCT, we developed a flexible, multiplex sweat analysis patch with high sensitivity, good selectivity, long-term stability, and good repeatability for monitoring of six health-related biomarkers (glucose, lactate, AA, UA, Na^+^, and K^+^). The intrinsically N-doped graphitic nanocarbon structure and the hierarchical woven, porous structure provided SilkNCT with good electrical conductivity and much access to reactants as well as facilitated electron transmission. These merits endow SilkNCT with great potential for serving as the working electrode of electrochemical sensors. On the basis of the superior performance of each of the SilkNCT-based electrochemical sensor, a flexible, multiplex sweat analysis patch was fabricated. Furthermore, the sweat analysis patch was integrated with signal collection and transmission components, realizing real-time monitoring of biomarkers in sweat. As a proof of concept, we demonstrated the on-body, wireless monitoring of the biomarkers in the sweat of a volunteer in physical exercise. The versatility, high sensitivity, and remarkable stability of the sweat analysis patch, along with its facile fabrication process, hold promising practical applications in real-time monitoring of human health.

MATERIALS AND METHODS
=====================

Materials
---------

Selectophore grade sodium ionophore X, bis(2-ethylehexyl) sebacate (DOS), sodium tetrakis\[3,5-bis(trifluoromethyl)phenyl\]borate (Na-TFPB), high--molecular weight polyvinyl chloride (PVC), tetrahydrofuran, valinomycin (potassium ionophore), sodium tetraphenylborate (NaTPB), cyclohexanone, polyvinyl butyral resin BUTVAR B-98 (PVB), 3,4-ethoxylenedioxythiophene (EDOT), NaPSS, glucose oxidase (from *Aspergillus niger*), [l]{.smallcaps}-lactate oxidase (\>80 activity units/mg), AA, UA, lactate, and glucose were purchased from J&K Scientific. Chitosan, acetic acid, disodium hydrogen phosphate (Na~2~HPO~4~), potassium dihydrogen phosphate (KH~2~PO~4~), sodium chloride (NaCl), potassium chloride (KCl), potassium ferricyanide (III), and potassium ferricyanide (II) were obtained from Sigma-Aldrich. All other chemicals (analytical reagent grade) were commercially available and used without further purification. All solutions were prepared using deionized water (18.3 megohm·cm) produced from a Millipore water purification system.

Carbonization of silk fabric
----------------------------

The fabrics were carbonized under a mixed atmosphere of argon \[purity, 99.999%; gas flow, 110 standard cubic centimeters per minute (sccm) \] and hydrogen (purity, 99.999%; gas flow, 10 sccm) in a tube furnace with the following heat treatment programming: (i) being heated from 25° to 120°C within 10 min and kept for 30 min; (ii) being heated to 350°C at a rate of 5°C min^−1^ and kept for 150 min; (iii) being heated to 900°C (800° and 1050°C) at a rate of 3°C min^−1^ and kept for 90 min; and (iv) naturally cooling down to room temperature.

Characterization
----------------

The morphology, structure, and composition of SilkNCT were investigated by SEM \[field-emission (FE)--SEM, FEI Quanta 650\], TEM (FE-TEM, JEOL JEM2010F), and XPS (Thermo Scientific ESCALAB 250Xi, Al K~α~ radiation), respectively. Electrochemical measurements, CV, DPV, *i*-*t* curve, chronoamperometry, OCP, and EIS (with AC impedance) measurements were carried out with a CHI760E workstation (CH Instruments Inc.). In contrast, the collected sweat samples were also determined using HPLC-MS (Thermo Q Exactive).

Fabrication of the SilkNCT-based electrochemical sensor array
-------------------------------------------------------------

First, a nickel conductive tape was used to fabricate well-designed flexible conductive path through a facile digital laser processing technique. SilkNCT was clipped into small round pieces. Then, the flexible conductive path was transferred onto a flexible PET substrate. Traditional three-electrode configuration was constructed for amperometric sensors with the clipped SilkNCT (obtained at 900°C) pieces for working electrodes, SilkNCT (obtained at 1050°C) pieces as counter electrodes, and the Ag/AgCl ink--modified conductive tape as reference electrodes. SilkNCT obtained at 1050°C was selected as the counter electrode due to its relatively higher electrical conductivity compared with SilkNCT obtained at lower temperature. The two-electrode system, with the small SilkNCT (obtained at 900°C) piece as the working electrode and Ag/AgCl as the reference electrode, was designed for ion-selective sensors. Considering the low concentration of biomarkers in sweat, we designed the final electrode with a diameter of 3 mm to obtain a high current. After the sensor array design was finished, Ecoflex was used as an insulating layer to prevent the possible electrical contact of the conductive path with skin and sweat.

Fabrication of lactate and glucose sensors
------------------------------------------

To prepare the enzyme-based sensors, target oxidase solution was prepared in advance and stored at 4°C for 6 hours. Glucose oxidase solution was prepared by dissolving glucose oxidase powders in phosphate-buffered saline (PBS) with pH 7.2 (10 mg ml^−1^). Then, the prepared glucose oxidase solution was mixed thoroughly with chitosan solution (1% chitosan in 2% acetic acid) in a volume ratio of 1:1. Lactate oxidase solution with a concentration of 40 mg ml^−1^ was also prepared by dissolving lactate oxidase powders in PBS. To prepare the working electrodes of enzyme-based sensors, an electrochemical deposition process was performed in a solution of 5 mM H~2~PtCl~6~ and 0.1 M HCl at −0.1 V for 5 min to obtain the Pt nanosphere--decorated SilkNCT (Pt/SilkNCT). The final working electrode of the glucose sensor was fabricated by drop-casting 10 μl of the glucose oxidase/chitosan solution onto the Pt/SilkNCT electrode. For the lactate sensors, Pt/SilkNCT was covered with 5 μl of lactate oxidase solution and 5 μl of chitosan solution.

Fabrication of Na^+^ and K^+^ selective sensors
-----------------------------------------------

First, selective membrane solution and PVB reference electrode solution were prepared according to the methods in the reported literature ([@R40]). The Na^+^ selective membrane was composed of Na ionophore X (1%, w/w), Na-TFPB (0.55%, w/w), PVC (33%, w/w), and DOS (65.45%, w/w). Then, 400 mg of the mixture was dissolved in 2640 μl of tetrahydrofuran with stirring for 30 min. Similarly, K^+^ selective membrane cocktail, which consisted of valinomycin (2%, w/w), NaTPB (0.5%), PVC (32.7%, w/w), and DOS (64.7%, w/w), was dissolved in cyclohexanone to get membrane solution. The ion-selective solutions were sealed and stored at 4°C. PEDOT:PSS was used as the ion-electron transducer to minimize the potential drift of the ion-selected electrode (ISE) and was deposited onto the working electrodes by galvanostatic electrochemical polymerization from a solution containing 0.01 M EDOT and 0.1 M NaPSS. Ion-selective membranes were then prepared by drop-casting 10 μl of Na^+^ selective membrane solution and 4 μl of K^+^ selective membrane solution onto their corresponding electrodes. The PVB reference solution was prepared by dissolving 79.1 mg of PVB and 50 mg of NaCl into 1 ml of methanol with stirring for 1 hour. Then, the reference electrodes for ISEs were fabricated by casting 10 μl of PVB reference solution onto the Ag/AgCl electrodes.

Electrochemical measurements
----------------------------

The electrochemical characterization of the flexible sensor was evaluated in a 0.1 M PBS (pH 7.0) with change concentration of analyst. The AA and UA sensors were evaluated by DPV with oxidation of −0.08 V (versus Ag/AgCl) for AA and 0.21 V (versus Ag/AgCl) for UA. Chronoamperometry was used for the determination of lactate and glucose with an initial potential of −0.2 V (versus Ag/AgCl) for lactate and 0.65 V (versus Ag/AgCl) for glucose, respectively. As for Na^+^ and K^+^ sensors, direct recording of OCP from the two-electrode system was used. The LOD was defined as the lower concentration in which the response was three times the SD of noise. To investigate the reproducibility of the sensors, the electrochemical responses of five samples fabricated in different batches were compared. To investigate the stability of the sensors, the performance of five samples were recorded each week over a period of 4 weeks, and other times, the samples were stored at 4°C to preserve the activity of the enzyme on the sensor.

On-body sweat analysis
----------------------

On-body evaluation of analyst in sweat was performed in five healthy subjects, aged 20 to 30 years. For real-time glucose monitoring, the wristband was connected to the smartphone app via Bluetooth. Volunteers were asked to wear the wristband and cycled for half an hour. The test button was then pressed down to initiate the analysis, and results were displayed on the screen of smartphone after completion of the analysis. Sweat was simultaneously collected to compare sensor data with measurements from HPLC-MS.
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